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Abstract. Some widely used optical measurement systems require a scan in wavelength or in
one spatial dimension to measure the topography in all three dimensions. Novel hyperspectral
sensors based on an extended Bayer pattern have a high potential to solve this issue as they can
measure three dimensions in a single shot. This paper presents a detailed examination of a hyper-
spectral sensor including a description of the measurement setup. The evaluated sensor (Ximea
MQ022HG-IM-SM5X5-NIR) offers 25 channels based on Fabry–Pérot filters. The setup illumi-
nates the sensor with discrete wavelengths under a specified angle of incidence. This allows
characterization of the spatial and angular response of every channel of each macropixel of the
tested sensor on the illumination. The results of the characterization form the basis for a spectral
reconstruction of the signal, which is essential to obtain an accurate spectral image. It turned out
that irregularities of the signal response for the individual filters are present across the whole
sensor. © The Authors. Published by SPIE under a Creative Commons Attribution 4.0 Unported License.
Distribution or reproduction of this work in whole or in part requires full attribution of the original pub-
lication, including its DOI. [DOI: 10.1117/1.OE.59.12.125102]

Keywords: hyperspectral imaging; hyperspectral sensor; snapshot sensor; single-shot;
measurement.

Paper 20200727 received Jun. 18, 2020; accepted for publication Nov. 12, 2020; published
online Dec. 3, 2020.

1 Introduction

Hyperspectral sensors are used today in a wide range of applications. The beginnings of the
technology go back to P.J.C. Janssen, who observed the corona of the sun with a slit mono-
chromator in 1869. Until the 1980s, the use of hyperspectral systems remained rare due to the
lack of image sensors. Driven mainly by astronomy, a large number of hyperspectral systems
were developed from then on. However, the basic principle remained the same and was based on
modified Czerny–Turner, Offner, and Michelson spectrometer approaches. In addition to these
sensors, a new group of hyperspectral systems, the so-called single-shot or snapshot hyperspec-
tral sensors, has been developed. This class of sensors is capable of recording the spectrum for
any point in a two-dimensional scene without a scan over the wavelength or along a spatial axis.
A good overview of those sensors has been given by Hagen and Kudenov.1,2 Due to the scan-free
and therefore, fast image acquisition, these sensors are of high interest for a variety of appli-
cations, such as surface metrology. For this application and others, the measuring time is often
a critical parameter as it makes the measurement susceptible to environmental influences, for
example, vibrations.3

A subgroup of snapshot sensors, the so-called mosaic sensors, has recently become com-
mercially available. They are based on an extended Bayer pattern, which means they offer
an increased number of channels compared to the classic color imager. This allows to detect a
spectrum instead of only one color impression at any point of the scene. To investigate to what
extent the mosaic sensors meet the requirements for metrological use and to reconstruct the

*Address all correspondence to Robin Hahn, hahn@ito.uni-stuttgart.de

Optical Engineering 125102-1 December 2020 • Vol. 59(12)

Downloaded From: https://www.spiedigitallibrary.org/journals/Optical-Engineering on 06 Jan 2021
Terms of Use: https://www.spiedigitallibrary.org/terms-of-use

https://doi.org/10.1117/1.OE.59.12.125102
https://doi.org/10.1117/1.OE.59.12.125102
https://doi.org/10.1117/1.OE.59.12.125102
https://doi.org/10.1117/1.OE.59.12.125102
https://doi.org/10.1117/1.OE.59.12.125102
https://doi.org/10.1117/1.OE.59.12.125102
mailto:hahn@ito.uni-stuttgart.de
mailto:hahn@ito.uni-stuttgart.de
mailto:hahn@ito.uni-stuttgart.de


measured spectra, they must be characterized in detail. Several publications have already pro-
posed setups for the characterization of mosaic sensors. Agrawal et al.4 developed a first system
that provides a tunable collimated illumination based on a halogen lamp. The angle of incidence
of the illumination is adjustable. Dittrich et al.5 presented a system that allows collimated illu-
mination at different angles of incidence with the help of a pinhole array. The illumination is
tunable by the use of a monochromator. This paper presents a laser-based characterization setup,
which allows an angle-dependent sensor characterization without the need for a pinhole array.
A stabilized white-light laser with a high spectral irradiance is used for illumination. We present
the exemplary characterization of a snapshot mosaic sensor (Ximea MQ022HG-IM-SM5X5-
NIR).6–8 The investigated sensor addresses a wide range of applications such as agriculture, food
inspection, or medical imaging.9 With the presented characterization, a first impression can be
gained as to whether or not these sensors are also suitable for quantitative spectral measurements,
as they are necessary, for example, in the field of optical metrology.

2 Measurement and Reconstruction Principle

Common monochrome cameras record the intensity I as a function of the spatial coordinates
x and y. Color cameras, which are mostly based on a Bayer pattern, are able to record intensities
not only as a function of the spatial coordinates, but also as a function of the wavelength λ.
However, the spectral resolution is very poor since only a few, normally three, broadband chan-
nels are available.10 With these cameras, in addition to the color image acquisition, applications
in the field of single-shot surface metrology can be carried out.11 However, the limited spectral
resolution is not sufficient for a variety of applications. This is why sensors with an increased
number of spectral channels have been developed and are now available. The sensor examined
in the following has 25 channels.

Instead of absorption-based color filters, as are normally used in color cameras,12 Fabry–
Pérot filters are applied to the chip’s 2/3″ pixelarray, which consists of 2048 × 1088 pixels.
Each pixel has a size of 5.5 m. Figure 1 shows a schematic drawing of the characterized sensor.
A pattern of 5 × 5 filters is mapped to one so-called macropixel. Each filter consists of a bottom
mirror, a top mirror, and a cavity in between. The heights of the cavities define the transmission
spectra of the monolithically mounted filters.6

The signal SnðλÞ of a channel n depends on the individual transmission TnðλÞ of the mounted
filter

EQ-TARGET;temp:intralink-;e001;116;333SnðλÞ ¼
Z

IðλÞTnðλÞdλ: (1)

CMOS sensor

Bottom mirror

Cavity

Top mirror

Fig. 1 Schematic drawing of the discussed sensor. Each macropixel consists of 25 spectral
channels.
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As interference filters are not ideal narrow banded, a direct determination of the spectrum based
on a single channel signal is impossible, the signals of all channels must be considered instead.
Based on a discrete form of Eq. (1)

EQ-TARGET;temp:intralink-;e002;116;699Sn ¼
X24
i¼0

IðλiÞTnðλiÞ (2)

the sensor response can be described in a vectorial form

EQ-TARGET;temp:intralink-;e003;116;637

~S ¼ MV×N · ~I; (3)

whereM is a matrix with the shape V, the number of virtual bands, times N, the number of filters
within a single macropixel. The discretization interval of the transmission curves defines the

virtual bands. By inverting M, the illumination spectrum ~I can be reconstructed as follows:

EQ-TARGET;temp:intralink-;e004;116;565

~I ¼ M−1 · ~S: (4)

Due to manufacturing irregularities and different incidence angles of the light at different posi-
tions on the chip, TnðλÞ varies across the sensor. This means that a single matrix M is not suf-
ficient for the spectral reconstruction of all macropixels. To determineM, the transmission TnðλÞ
must be examined for each macropixel.

3 Characterization Setup

The aim of our setup is the measurement of the transmission of each filter in dependence on
the wavelengths of the sensor’s operation range (684 and 965 nm). Since interference filters
are sensitive to the light incidence angle, the setup allows a collimated illumination under an
adjustable angle. Awhite-light laser (Leukos Samba W) with a continuous spectrum from 450 to
2400 nm was used as light source. The measured standard deviation of the output power is about
0.5% with a peak to valley of 1.5%. To guarantee a stable operation, a warm-up time of 250 s was
taken into account. The output power was monitored with a calibrated power meter (Newport
2936-R, Newport 918D-SL-OD3R).

The setup is divided into two parts: a monochromator and the actual illumination unit. The
monochromator is used to select a narrow spectral range of the continuous laser spectrum.
The fiber output of the light source is equipped with a broadband collimator. The light leaves
the collimator with a beam diameter of 1.5 mm and a divergence <5 mrad (half angle). As shown
in the schematic drawing in Fig. 2(a) or in the picture of the setup in Fig. 2(b), the light enters the
setup at point (I). Afterward, it is filtered by a longpass filter (II), blocking all light below
590 nm. The blocked light is not needed for the characterization and would lead to overlapping
diffraction orders at the following blaze-grating (III) (Thorlabs GR25-0608). The grating period
is 600 lp∕mm. An achromatic lens (IV) (Thorlabs AC254-050-B-ML) with a focal length of
50-mm focuses the diffracted light onto a 300-m multimode fiber (V) (Thorlabs M12L02).

f f

d

I

II

III IV
V

(a)

I
II

III

IV

V

(b)

Fig. 2 (a) Schematic drawing and (b) picture of the monochromator unit: light input (I), longpass
filter (II), diffraction grating (III), lens (IV), and multimode fiber (V)
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The grating is mounted on a rotational actuator (Standa 8MR190-2). By rotating the actuator,
the wavelength coupled into the multimode fiber can be adjusted. The half spectral bandwidth
Δλ, which can be coupled into the fiber, is calculated from the quotient between the critical
angle, which can still be coupled into the fiber θ, and the angular dispersion w

EQ-TARGET;temp:intralink-;e005;116;687Δλ ¼ 2 · θ
w

: (5)

w is given as

EQ-TARGET;temp:intralink-;e006;116;636w ¼ dβ
dλ

¼ m
g · cosðβÞ ; (6)

with the diffraction order m and the grating period g. β defines the diffraction angle with respect
to the grating vertex and can be calculated using

EQ-TARGET;temp:intralink-;e007;116;568g · ½sinðβÞ þ sinðαÞ� ¼ m · λ: (7)

Depending on the incidence angle of the light α with respect to the grating vertex and the wave-
length λ, θ depends on the focal length of the lens f and the fiber diameter d

EQ-TARGET;temp:intralink-;e008;116;513θ ¼ arctan

�
d

2 · f

�
: (8)

In the setup, the angle between the incident and the diffracted beams at the grating is

EQ-TARGET;temp:intralink-;e009;116;455β − α ¼ 40°: (9)

With f ¼ 50 mm, d ¼ 0.3 mm, g ¼ 600 lp∕mm, and λ ¼ 743 nm, Eqs. (5)–(9) lead to a
spectral bandwidth of Δλ ¼ 8.4 nm. This is very close to the measured bandwidth Δλ of
7.9 nm (FWHM) at the central wavelength of 743 nm, which is shown in Fig. 3. The signal
is represented in arbitrary units (a.u.).

After selecting the wavelength with the monochromator, the light enters the illumination setup
shown in Fig. 4 at point (I). After passing a speckle reducer (II) (Optotune LSR-3005-6D-NIR)
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Fig. 3 Measured spectrum at the monochromator output for a central wavelength of 743 nm with
an FWHM of 7.9 nm
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Fig. 4 (a) Schematic drawing and (b) picture of the illumination set up: light input (I), speckle
reducer (II), rotating diffusor disc (III), lens (IV), longpass filter (V), and camera on rotational
stage (VI)
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and a rotating diffusor disc (III), the light is collimated by a lens with a focal length of 200 mm
(IV). Before the light reaches the camera (VI), which is mounted on a rotational stage, it is again
filtered by a longpass filter (V) [Edmund Optics 675 nm longpass filter (O.D. 4) #84-747]. The
filter is needed for a proper camera operation to suppress side filter peaks and is specified by the
manufacturer. Therefore, it is included in all characterizations shown in this paper. Since our
setup illuminates the entire sensor, the response for each pixel is recorded without any extra
effort compared to a single macropixel characterization. Only the data must be processed sep-
arately for each pixel, which can be achieved in a fast way by parallelized evaluation algorithms.

The coherence of the light source leads to speckles on the detector [Fig. 5(a)]. To reduce this
effect, three speckle-reducing devices were inserted: in addition to the already mentioned speckle
reducer (II) and the rotating diffusor disc (III), a stepper motor is inserted that constantly moves
the fiber connecting the monochromator and the illumination device while the sensor averages
100 images. Figure 5(b) shows the signal after the speckle reduction. The remaining standard
deviation of the speckle noise is below 0.6%. The remaining periodic pattern seems to be fixed
pattern noise due to the hyperspectral sensor, since it is no longer visible when using a different
image sensor.

4 Measurement Procedure

For a successful spectrum reconstruction, exact knowledge of the individual sensor character-
istics is essential. In the following, the hyperspectral sensor Ximea MQ022HG-IM-SM5X5-NIR
is exemplarily examined with the presented laboratory setup. Figure 6 shows the responses of the
different filters as they have been provided by the camera manufacturer.

The peak filter responses vary between 3% and 20%. Therefore, the integration time must be
different for each channel for a given illumination wavelength. For automation, a high dynamic
range (HDR) imaging technique was used, meaning that images were always taken at three
different integration times: 2.5, 10, and 40 ms. At each integration time, 100 images were taken
and averaged. Afterward, each pixel value is compared with a certain threshold for the highest
integration time. The threshold serves to avoid values close to sensor saturation, because in this
range, sensors often deviate from a linear characteristic curve. The threshold value must be deter-
mined individually for each sensor by experiment. If a pixel value is below the threshold, the
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Fig. 5 (a) Monochrome sensor signal without and (b) with speckle reducing device. The remaining
standard deviation of speckle noise is below 0.6%
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Fig. 6 Filter response for the different channels (0 to 24). Data provided by the manufacturer.
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value is placed into the HDR image to be generated. If it is above, the next lower integration time
for the pixel is evaluated. If the value is then below the threshold, it is multiplied by 4, since the
integration time is 4 times lower and it is placed into the HDR image. Otherwise, the integration
time is lowered again and the value is multiplied by 16 to compensate the 16 times lower inte-
gration time. For the evaluated sensor and setup, the integration times are chosen such that all
pixels are exposed correctly for one integration time. This HDR approach is only valid for a
linear sensor response, as is the case for the tested hyperspectral sensor.

A measured filter curve is shown in Fig. 7(a). For this purpose and for all filter curves pre-
sented in this paper, the complete wavelength range was scanned step by step and the signal was
recorded at each wavelength using the described HDR method. In the marked areas, slight dis-
continuities in slope are observable. These are all located at the threshold level of 1000 counts,
which indicates a nonlinearity for high signals. When lowering the threshold, the discontinuities
in slope are no longer present, as shown in Fig. 7(b).

For the characterization, the response for the wavelength from 671 to 981 nm was measured
using 1 nm steps with the described technique. The acquired data set was then processed as
follows: First, the dark values for the different illumination times were subtracted from the raw
pixel value. A beam profile correction was then carried out. To this end, the irradiance distri-
bution for each wavelength has been recorded by a monochrome sensor, which was placed at the
same position as the hyperspectral sensor. A two-dimensional Gaussian curve was fitted and
used to correct the hyperspectral images. Figure 8(a) shows an exemplary monochrome image.
Figure 8(b) shows that after subtracting the illumination profile, a homogeneous intensity dis-
tribution is obtained. Figures 8(c) and 8(d) show a channel of the hyperspectral imager before
and after correction. In comparison to Fig. 8(b), the scene in Fig. 8(d) does not seem to be more
homogeneous, indicating a possible inhomogeneity of the spectral channels’ response.

Due to the spectral characteristic of the light source, the illumination intensity varies for
each wavelength. This effect must be compensated to achieve a meaningful characterization.
Therefore, the optical power was measured with a calibrated power meter (Newport 2936-R,
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Fig. 7 Response of a single pixel: (a) high threshold leading to kinks. (b) HDR with reduced
threshold.
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Fig. 8 Irradiance profile before and after correction: (a) monochrome image; (b) corrected version
of (a); (c) single channel of hyperspectral camera; (d) corrected version of (c)
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Newport 918D-UV-OD3R) and the camera signal was divided by the measured power. The
response of a single channel before and after correction is shown in Fig. 9.

As can be seen in Fig. 8, there are some artifacts in the images, which are caused by particles
on the optical elements. To reduce these disturbances, a median filter with a kernel size of 11 ×
11 pixels was applied. To make the images of the different wavelengths comparable to each
other, the data set was finally normalized to the highest value of all channels.9

5 Perpendicular Incidence of Light on the Sensor

Figure 10(a) shows the corrected signal of channel 1 under perpendicular illumination using a
wavelength of 914 nm. According to the manufacturer, the channel is most sensitive for this
wavelength. Figure 10(a) shows a clear variation of the signal across the sensor. For each marked
area, 100 associated filter curves of the pixels inside the area are plotted in Fig. 10(b). It can be
seen that the curves within one area fit perfectly to each other so that just three curves are visible.
The discrepancy of the transmission curves from different areas is obvious.

To verify this effect with the characteristics of the hyperspectral sensor, it must be assured
that it is not caused by the illumination setup. For this purpose, the camera was mounted on a
linear axis, which allows the camera to be moved perpendicular to the optical axis. Images were
taken at different positions with the hyperspectral and a monochrome camera [Forward-looking
Infrared (FLIR) Grasshopper 3 GS3-U3-23S6M, CMOS, 5:86 μm pixel size, and 76% quantum
efficiency]. Using the monochrome camera, the illumination profile moves through the image
without any variations as shown in Figs. 11(a)–11(e). In Figs. 11(f)–11(j), the illumination pro-
file changes for the different positions of the hyperspectral camera. The red marked area with a
size of 21 × 21 pixels marks a fixed point in space.
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Fig. 9 Signal of one channel as a function of wavelength before (solid) and after (dashed) power
correction.
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Fig. 10 (a) Corrected image of channel one for illumination with 914 nm; (b) 100 signal curves of
each cut out marked in (a) as function of the wavelength.
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Figure 12 shows the average of all values inside the marked areas as a function of displace-
ment for the two cameras. This clearly shows that the sensitivity changes across the hyperspec-
tral sensor for one channel, whereas the signal of the monochrome camera remains constant.

Since irregularities in the recorded signals are obviously not caused by the characterization
system, it must be assumed that they originate directly from the sensor. By recording the filter
curves for each pixel on the sensor, a maximum sensitivity of 87% for channel 6 was measured
in relation to the globally most sensitive pixel. In contrast, the sensitivity for channel 24 is at
most 15%. In addition, it was found for this channel that the most sensitive wavelength changes
approximately by 100 nm. The minimum, maximum, and average sensitivities and peak wave-
lengths of the channels are summarized in Table 1.

On average, the wavelength shifts by 5.7 nm, excluding channel 24. This channel was
excluded due to its huge shift. The gradient of spatial distribution of the most sensitive wave-
length is different for each channel. For example, the most sensitive wavelength for channel 9
decreases from left to right, whereas it increases for channel 16. The sensitivity changes by at
least 6% for the most sensitive wavelength for each channel. Channel 19 varies by more than
70%. The sensitivity distribution also varies differently for each channel.

Since both wavelength and sensitivity are changing, these influences must also be considered
in combination. For this purpose, the mean peak wavelength was taken from Table 1 and the
signal at exactly this wavelength was determined for each channel by interpolation. Figure 13
shows the spread of the signal for the interpolated signals. The figure shows that the intensity
varies differently for each channel. For example, the lowest and highest values of channel 19 are
separated by 60.4%, whereas the spread of channel 0 is below 10%. The extension of the box for
channel 9 is only a few percent, but includes many outliers: The majority of the values are within
a narrow band, but a few small areas close to the sensor edge vary significantly. All percentage
values refer to the maximum sensor value located in channel 19.

Table 2 relates the lowest to the highest sensor values. This describes the fluctuation of the
values inside the channel. The minimum sensor value is at least 20% lower than the correspond-
ing maximum signal. Averaged over all channels the spread is 57.9%.

(a) –5 mm (b) –2.5 mm (c) 0 mm (d) +2.5 mm (e) +5 mm

(f) –5 mm (g) –2.5 mm (h) 0 mm (i) +2.5 mm (j) +5 mm

Fig. 11 Images taken for different lateral displacements: (a)–(e) monochrome sensor; (f)–(j) chan-
nel 1 of the hyperspectral imager. Fixed point in space red marked in the images.

4 2 0 2 4
Position (mm)

0.7

0.8

0.9

1.0

1.1

1.2

1.3

A
ve

ra
ge

d
si

gn
al

(a
.u

.) Monochrome
Hyperspectral

Fig. 12 Mean signal of the marked areas in Fig. 11 for the monochrome and the hyperspectral
camera as a function of displacement.
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6 Comparison of the Measured and the Manufacturer Data

To establish a relationship between the measured filter curves and the filter curves provided by
the manufacturer, they are compared with each other in the following. The comparison is based
on the data for perpendicular light incidence.

First, the measured filter curves for the 25 channels were averaged individually over the
entire sensor area. Since, as already described above, the filter curves vary strongly over the
sensor area, the average of the filter curves was additionally formed in a central area consisting
of 10 × 10 pixels for each channel. The result are channel-dependent filter curves, which reflect
a region in the center of the sensor.

Table 3 shows the peak wavelengths and peak signals for the data provided by the manu-
facturer, the averaged data over all pixels, and the data resulting in the sensor center. With respect

Table 1 Peak wavelength and sensitivity for all channels across the sensor.

Channel

Peak wavelength (nm) Peak signal (a.u.)

Min Mean Max Min Mean Max

0 901.1 904.3 906.3 0.25 0.28 0.33

1 911.6 913.8 915.8 0.27 0.36 0.46

2 892.7 895.3 898.0 0.31 0.34 0.38

3 883.3 884.9 888.5 0.30 0.39 0.45

4 683.0 685.0 687.2 0.19 0.33 0.43

5 809.9 812.3 816.2 0.47 0.62 0.79

6 822.5 825.2 827.7 0.65 0.79 0.87

7 799.4 801.1 804.6 0.53 0.63 0.74

8 785.8 788.1 792.1 0.51 0.73 0.80

9 695.6 698.1 702.9 0.20 0.24 0.37

10 759.5 762.2 766.9 0.52 0.61 0.68

11 774.2 775.8 780.5 0.59 0.73 0.91

12 748.0 750.5 755.4 0.63 0.76 0.87

13 734.4 736.6 740.7 0.36 0.48 0.76

14 709.2 712.7 717.6 0.34 0.55 0.73

15 940.9 942.0 943.0 0.20 0.24 0.26

16 940.9 944.1 946.2 0.13 0.17 0.23

17 934.7 936.9 938.8 0.26 0.33 0.35

18 925.2 928.1 931.5 0.22 0.31 0.35

19 671.5 673.8 676.7 0.24 0.58 1.00

20 862.3 864.1 867.5 0.34 0.41 0.52

21 872.8 875.1 879.1 0.44 0.53 0.58

22 851.8 854.2 858.1 0.36 0.40 0.49

23 840.3 842.8 846.6 0.34 0.41 0.52

24 841.3 940.9 949.3 0.08 0.09 0.15
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to the peak signals, it should be noted that all three data sets were scaled so that their respective
maximum is 1. This procedure is necessary because the manufacturer data refers to the actual
quantum efficiency, while the actual hyperspectral data set was scaled to 1 for its maximum.
Regarding the peak wavelength, the averaged data set and the central data set are largely con-
gruent so that the deviation from the peak wavelength of the manufacturer’s data is on average
1.8, respectively, 1.9 nm. In channel 24, a high difference of ∼20 nm can be observed. Excluding
this value, the average deviation drops to below 1.3 nm. Accordingly, a high agreement of the
peak wavelength between manufacturer data and recorded hyperspectral data can be recorded.
A comparison of the maximum filter responses shows an average deviation of 10.3% between
manufacturer data and the averaged data of the entire sensor. If only the central sensor area is
considered, the deviation with respect to the manufacturer data amounts to 8.3% on average.
Overall it can be stated that the measured signals for low wavelengths are generally lower than
the manufacturer’s data, while the signals for high wavelengths have a higher peak than the
manufacturer’s data.

7 Oblique Incidence of Light on the Sensor

The smaller the F-number in a classical imaging system, the larger the angles of the light beams
reaching the detector. Since the filters applied on the sensor are interference filters whose char-
acteristics strongly depend on the angle of incidence, the behavior under oblique light incidence
was investigated. With the following formula, the wavelength at which constructive interference
appears inside a Fabry–Pérot filter, can be calculated

Fig. 13 Signal distribution for the individual channel’s mean peak wavelength. The orange line
inside the box marks the median value. Each box contains 50% of all values. The median sep-
arates the box into the lower and upper quartiles with the same number of values. The whisker
antenna has an extend on each side of a maximum of 1.5 times the box’s extend and ends at the
last value inside the range. All values outside the whisker antenna are marked with a black circle
as outliers.

Table 2 Percentage signal spread extracted from Fig. 13.

Channel 0 1 2 3 4 5 6 7 8

Min/Max 78% 57% 80% 67% 43% 47% 63% 73% 65%

Channel 9 10 11 12 13 14 15 16 17

Min/Max 33% 56% 47% 48% 32% 28% 77% 57% 75%

Channel 18 19 20 21 22 23 24

Min/Max 62% 21% 60% 63% 70% 65% 80%
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EQ-TARGET;temp:intralink-;e010;116;183λ ¼ 2nL
m

· cosðθÞ; (10)

with the cavity length L, the angle of incidence θ, and the diffraction order m.5,13 It is obvious
that the wavelength λ is proportional to the cosine of θ. This relation is confirmed by the recorded
hyperspectral data: Fig. 14 shows the averaged filter curves of four data sets with incidence
angles of 0 deg, 5 deg, 10 deg, and 15 deg. In Fig. 14(a), channel 8 is shown, in Fig. 14(b),
channel 21 is shown. The peak wavelength of channel 8 is 787.9 nm for perpendicular incidence.
For an incidence under 15 deg, it is reduced to 780.5 nm. Equivalent to this, the peak wavelength
of channel 21 shifts from 874.9 to 866.5 nm.

Table 3 Channel-specific comparison of manufacturer’s data with the averaged data for all pixels
and with data from the sensor center.

Channel

Peak wavelength (nm) Peak signal (a.u.)

Manuf. Mean Center Manuf. Mean Center

0 905 904.2 904.2 0.26 0.368 0.33

1 914 913.7 913.7 0.33 0.45 0.42

2 896 895.9 894.8 0.33 0.43 0.40

3 886 885.4 884.3 0.37 0.50 0.48

4 685 685.1 685.1 0.69 0.42 0.41

5 813 812.0 812.0 0.69 0.79 0.71

6 825 824.6 825.6 0.82 1,00 1,00

7 802 801.5 801.5 0.71 0.80 0.73

8 789 787.9 787.9 0.80 0.93 0.92

9 697 697.7 697.7 0.39 0.30 0.28

10 763 762.7 761.6 0.76 0.76 0.71

11 776 775.3 775.3 0.87 0.93 0.84

12 750 750.1 750.1 1.00 0.95 0.98

13 736 736.5 736.5 0.65 0.60 0.53

14 712 712.4 712.4 0.88 0.68 0.73

15 945 942.0 942.0 0.24 0.31 0.30

16 952 944.1 945.1 0.25 0.22 0.21

17 937 936.8 936.8 0.30 0.42 0.41

18 928 928.4 927.3 0.28 0.40 0.37

19 677 673.6 673.6 0.72 0.64 0.66

20 864 863.4 863.4 0.40 0.51 0.44

21 876 874.9 874.9 0.52 0.67 0.66

22 855 854.2 853.9 0.42 0.51 0.44

23 844 843.4 842.4 0.43 0.51 0.44

24 959 940.9 940.9 0.17 0.11 0.10
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Figure 14(b) shows a side peak at ∼845 nm, which is more pronounced with higher angles of
incidence. To be able to trace the origin of this side peak, Fig. 15 sketches the oblique light
incidence on a section of the sensor. The bars of different heights symbolize the corresponding
interference filters with different cavity lengths. The pixels of channels 20 to 24 are located in
one line and their arrangement is repeated in both directions. It might be possible that a sec-
ondary peak occurs due to light passing through from the adjacent filter. Thus, the side peak of
channel 21 is located at the peak wavelength of channel 22. In addition to a shift of the central
wavelength, Fig. 14 shows a decreasing signal level with increasing angle. Several factors can
lead to this effect. For example, the projected area decreases with oblique incidence of light,
which reduces the energy input per pixel. In addition, due to the structure of the interference
filters on the chip, it is conceivable that shading may further reduce the intensity in some chan-
nels. However, when the sensor is used in a classical imaging system, light not only hits a pixel
at one angle, but from many angles within the numerical aperture simultaneously. Thus, a large
number of filter curves are incorporated into the signal of a pixel, whose measurement would
take a lot of time. Goossens et al.14,15 presented a mathematical method that takes into account
the shift of the filter curves for each angle within the numerical aperture such that not all angles
must be measured. However, the presented method does not consider crosstalk between the indi-
vidual channels.

8 Conclusion

Hyperspectral snapshot sensors have a high potential in a variety of applications. In applications
where a scan process has a disturbing effect on the measurement result, they can especially be an
alternative to scanning systems. For quantitative results of these sensors, a detailed characteri-
zation is necessary to avoid large measurement errors. This requires a dedicated setup allowing a
spectral narrow-banded collimated illumination of the sensor. The setup enables a homogeneous
illumination of the sensor under a variable angle of incidence.
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Fig. 14 Filter response under oblique light incidence for (a) channel 8 and (b) channel 21.
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Fig. 15 Schematic representation of the filters with different filter heights and oblique light
incidence.
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The systematic examination of the sensor showed strong variations of the response within
one channel. As an example, the maximum sensitivity of channel 24 varies by 80% over the
sensor area. In addition, the most sensitive wavelength of the individual channels changes across
the sensor. On average, the wavelength varies by 5.7 nm, with the exception of channel 24, which
shows a variation of more than 100 nm. If the correction matrix provided by the manufacturer,
which is the same for all macropixels, is applied, an insufficient reconstruction of the spectrum
will occur. To avoid this, an individual matrix must be created for each macropixel.

Under oblique incidence of light, crosstalk from adjacent channels could be observed, which
already occurs at an angle of incidence of 5 deg.
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